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Model: | BAM-1620 |
Aundit Date: L ‘1 / Zi / [;) |
[] $ =

-1020 Audit Sheet

Serial Number: L’T‘L 12 ]
Audited By:

Model:

A

T Héf

valNot [ 94

Flo;w Reference S and;n d ﬁse : e Cali I‘;lﬁGH Date;
Temperature Standard Used: Model: f SerialNo: 1./ Calibration Date: ' 4 '
Barometric Pressure Standard Used; Model: £\ Serial No: % Calibration Dater 4}
Lealk Check Value: as found: as left:

BAM Ref. Std, BAM Ref, Std.
Ambient Temperature: asfoond: | 32 c¢| 259 ¢ as left: 2 cl 469 c| NA[]
Barometric Pressure: as found: |3%5)  mmig 350 Gombg asleft: (36 |  mmHg [$506- Dmmbg
Flow Rate (Actual Volumetric):  as found: | J{,, 7 tpm | /g 4 7F tpm as left: | 1(,. pm | ib.ZF pm ] WA
Flow Rate (EPA Standard): as found: | slpm slpm as left: slom gpm | N/A

Pump muffler unclogged: as found
Sample nozzie clean: as found

Tape support vane clean: as found
Capstan shaft clean: as found

Rubber pinch rollers clean:  as found
Chassis ground wire installed: as found

PM10 particle trap clean;

as found |

PMI0 drip jar empty;  as found

PMIQ bug screen clear:  as found

PM2.5 particle trap clean:  as found

Inlet tube water-tight seal OK:  as found
Inlet tube perpendicular ta BAM:  as found |

: b alog i e N/A & : AEniiral Ran
DAC Test Sereen BAM Voitage Output Loggel Voltage Input LAST m {mg): Flow Setpoint | BAM Flow
0.000 Volis Volts Volts ABS (mg): 15,0 LPM
0.500 Volts Volts Volts Difference (mg): [ - 16.7 LEM
1.000 Volts Volts Volts % Difference: 18.4 LPM
341 HibiationiValie
Parameter Expected Found Parameter Expacted Tound Parameter Expected Found
Clock Time/Date FLOW TYPR AP
RS232 baud Cv FRI
STATION # Qo FRh
RANGE ABS Password
BAM SAMPLE L sW Cyele Made
MET SAMPLE K Factor RH Control
OFFSET BKGD RY Setpoint
CONC UNITS STD TEMP Datalog RH
COUNT TIME HEATER Delta-T Control
FLOW RATE el Delta-T Setpoint
CONC TYPE Errors | " Datalog Delta-T

Exvor | ’D,ate Time ﬁnor Date Time
1P S/ lest G2 (228 4 m @e'r%ugm/, &/30 19345
2 FW/{HA MG (B T/ 2 [l '-.';95 5 INE Nl paze 02 £ B/z> /67’ =)
3 Mana Jedoartso 4/ [T 6 WA»‘MM«@;«M 8/32 [9. 6%
Audit Notes: C\ 4:77’1,/1 FURHIME 51 4y i./i/ﬂ/ é«u{}cm &/&74 K/O?:é/?? //’;ac/
7 7z 5@ Test = piss
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